Purpose {#sec1}
=======

A recent survey of current practice patterns revealed that skin surface brachytherapy (BT) is the preferred treatment option for non-melanoma skin cancers \[[@cit0001]\]. Compared to external beam radiotherapy, BT provides superior dosimetric outcomes for superficial application within any surface, including very irregular surfaces and, in particular, tumors located within curved surfaces \[[@cit0002]\]. Absorbed dose simulations in near-surface regions have also confirmed that high-dose-rate (HDR) iridium-192 (^192^Ir) is an optimal radiation source for skin lesions, especially for the treatment of conditions with bone located directly beneath the skin \[[@cit0003],[@cit0004]\]. Besides skin cancers, satisfactory results of the use of ^192^Ir HDR-BT with chronic dermatitis, such as palmoplantar pustulosis on feet or ankles, have been presented \[[@cit0005]\]. The role of HDR-BT in stimulating T-cells, a significant component of the inflammatory infiltrate of psoriatic lesions, in order to increase the immune response has also recently been demonstrated \[[@cit0006]\]. In that study, HDR-BT was found to be well-tolerated, with adequate disease control. Using the same approach employed with skin cancers or superficial lesions, it is important that a known radiation dose from ^192^Ir HDR-BT is released into a patient's skin when an organ at risk is considered or if the skin is included in the target volume. Undesirable results, such as radiation dermatitis, have been found to be correlated with skin dose. Therefore, the accurate prediction of the skin dose during treatment planning is clinically relevant, but most of treatment planning systems (TPSs) have limitations in predicting the dose within several millimeters of the body surface. To ensure that intended treatments are accurately performed, the American Brachytherapy Society working group suggested an end-to-end test case using a phantom, especially with patients undergoing complex BT \[[@cit0007]\]. The use of *in vivo* dosimetry to verify doses during the whole chain of treatment preparation and delivery has also been recommended by several professional organizations \[[@cit0008],[@cit0009],[@cit0010]\]. Online *in vivo* dosimeters, such as diodes and metal oxide semiconductor field effect transistors (MOSFETs), have been introduced for use in radiotherapy. In the case of MOSFETs, their small physical size, easy to operate, and reproducible and reliable measurements, have helped them to gain popularity for use in external beam radiotherapy with both photon and electron treatments \[[@cit0011],[@cit0012],[@cit0013],[@cit0014],[@cit0015]\]. A number of studies have also investigated the application of *in vivo* dosimetry for high-dose and low-dose-rate BT \[[@cit0016],[@cit0017],[@cit0018],[@cit0019],[@cit0020]\].

In this study, ^192^Ir HDR-BT was used for our first psoriatic nail bed patient. Its technical feasibility was evaluated through an end-to-end test on a finger phantom. The actual doses applied with the prescribed technique were monitored using MOSFET *in vivo* dose verification.

Material and methods {#sec2}
====================

Treatment simulation and planning {#sec2.1}
---------------------------------

A 62-year-old female patient who presented with psoriatic nail beds on 9 fingers of both hands was planned to receive ^192^Ir HDR-BT, with a prescribed dose of 21.6 Gy in 12 fractions (1.8 Gy per fraction) to clinical target volume. Considering the curved surface of fingers, the dose was planned to be delivered through a custom mold surface applicator with flexible plastic catheters and a VariSource iX HDR afterloader (Varian Medical Systems, Palo Alto, CA, USA). A research by Buzurovic *et al*. described the treatment preparation \[[@cit0006]\], but in our study, it was modified in accordance with our resources. Firstly, the area of the clinical target was localized on each finger and then, the patient's hand was positioned and immobilized with a 2.4 mm Med-Tec thermoplastic mask. Five plastic catheters, one for each finger, were mounted in a position needed to deliver a whole dose coverage to the target area. To ensure the applicators were positioned in a highly reproducible setup, an additional small pieces of Med-Tec mask were used to secure them on the mask ([Figure 1](#f0001){ref-type="fig"}). For the treatment simulation, a 1.5mm slice thickness was used for CT image acquisitions (GE BrightSpeed; GE Medical Systems, Milwaukee, WI), and all images were exported to the BT planning system (BrachyVision, version 13.6, Varian Medical Systems, Palo Alto, CA, USA). The clinical target volume with a depth of 3 mm was contoured by a radiation oncologist. A medical physicist performed the catheter reconstruction (45 catheters in total) and generated a 3D-based treatment plan (using an Acuros BV \[ABV\], compliant with BrachyVision). A dosimetric goal of 100% isodose coverage at a depth of 3 mm under the surface, and kept at a 125% line off the skin to spare stem cells and vasculature \[[@cit0006],[@cit0021]\] was established for the planning optimization.

![The patient with thickening and crumbling of the nails was prepared for the custom-made surface mold by using a 2.4 mm Med-Tec thermoplastic mask, with 5 flexible plastic applicators on each finger. All catheters were secured with small pieces of Med-Tec mask](JCB-11-37337-g001){#f0001}

Phantom study {#sec2.2}
-------------

Using superficial HDR-BT for the patient's nail beds was a complex procedure for our team, since we had no previous experience and many manual steps were involved. With the aim of delivering an adequate and optimal skin dose to the patient, the technical feasibility of the therapy, based on our resources and experiences was evaluated by an end-to-end exercise on the entire treatment chain, which included the applicator placement, immobilization, imaging, planning, and execution of the plan by the afterloader, using a custom-made, perspex, finger phantom. The optimal surface doses from two different treatment plans (using no-bolus and 3 mm-added bolus above the skin surface), which were generated with a prescription dose (PD) of 1.8 Gy at a depth of 3 mm, were also investigated. The accuracy of the planned skin doses obtained from the ABV algorithm were well verified with the MOSFET (TN-502RD) detectors at 5 locations of the phantom surface, as illustrated in [Figure 2](#f0002){ref-type="fig"}.

![The measuring points of the MOSFET detectors on the finger phantom for no-bolus and 3 mm-added bolus technique, to assess the optimal skin dose and to verify the accuracy of calculated skin doses obtained from the ABV algorithm](JCB-11-37337-g002){#f0002}

Accuracy and reliability of MOSFET for ^192^Ir high-dose-rate brachytherapy {#sec2.3}
---------------------------------------------------------------------------

Measurements of the skin doses from ^192^Ir HDR-BT were made using dual-bias TN-502RD MOSFET of standard sensitivity and an online wireless readout system for 5 detectors (Best Medical Canada, Ottawa, Ontario, Canada). All MOSFET characteristics (linearity, reproducibility, dose-rate, and angular dependence) had previously been examined, and all dosimeters were calibrated with an external beam, 6 MV X-ray photon from a linear accelerator (TrueBeam, Varian Medical Systems, Palo Alto, CA, USA). Using the same setup, an indirect method to determine the energy correction of MOSFET for ^192^Ir was undertaken. All MOSFET readings from 8 locations of the in-house phantom were compared to the readings from LiF (Mg, Ti) thermoluminescence dosimeters (TLD-100, Thermo Fisher Scientific Inc., Waltham, MA), which had been calibrated to a ^60^Co γ ray. The in-house wax phantom was embedded with tandem and ring applicators, and used Gammex RMI compact and sponge bone material to represent tissue inhomogeneity, as illustrated in [Figure 3](#f0003){ref-type="fig"}. Then, with an ABV calculation algorithm, the treatment planning with a prescription dose to point A of 7 Gy was performed to generate pear-shaped isodose distributions. The delivered doses from the VariSource iX afterloader were subsequently measured and repeated 3 times with both detectors.

![The in-house wax phantom embedded with tandem and ring applicators, and Gammex RMI compact and sponge bone material to represent tissue inhomogeneity. They were designed to measure the doses from the VariSource iX afterloader at 8 different phantom cavities, using TLD-100 and TN-502RD MOSFET dosimeters](JCB-11-37337-g003){#f0003}

Clinical real-time dose monitoring {#sec2.4}
----------------------------------

For every treatment fraction, a single MOSFET detector was attached to the patient's skin at the middle of the treated finger, with the epoxy side facing the source ([Figure 4](#f0004){ref-type="fig"}). The setup accuracy and reproducibility were inspected by the team, and all catheters were connected to the transfer tube for dose delivery. The length of treatment for each applicator (the source indexer length) had previously been measured using a Varian measurement ruler, and the source positioning accuracy was verified using an autoradiograph technique. After the setup phase was completed, the treatment plan was executed, and the monitoring of the actual doses given during the treatment delivery was performed by the MOSFET detector *in vivo* dosimetry.

![An individual MOSFET TN-502RD detector was attached on the middle of patient's nail, with the epoxy side facing the source. A custom-made mold was subsequently placed above the patient's hand and checked for its setup accuracy before the catheters were connected to the afterloader transfer tube for treatment delivery](JCB-11-37337-g004){#f0004}

Results {#sec3}
=======

MOSFET accuracy and reliability for high-dose-rate brachytherapy {#sec3.1}
----------------------------------------------------------------

With an irradiated dose of 0.5-20 Gy to the MOSFET, an excellent dose linearity (*R* ^2^ = 0.9997) was achieved. The calibration factors with 6 MV X-ray photon were in the range of 0.868-0.903 in cGy/mV. [Table 1](#t0001){ref-type="table"} presents the results of the ABV calculated skin doses as well as the MOSFET and TLD measured doses at 8 locations in our in-house phantom. The energy response factor 1.03 of ^192^Ir relative to ^60^Co, which has been reported by a few studies was used to correct the energy dependence of all of the TLD readings \[[@cit0022],[@cit0023],[@cit0024]\]. At the same measurement point, the uncorrected MOSFET reading was compared to the corrected TLD, and the mean ratio of both readings (MOSFET/TLD) was found to be 1.03 (range, 0.99-1.05); this beam quality difference correction factor was used for all MOSFET readings in this study. Both the TLDs and MOSFETs overestimated the ABV planned dose, with a mean ratio of TLD/ABV of 1.03 (range, 1.00-1.06). A similar result for MOSFET~corrected\ for\ beam\ energy~/ABV of 1.03 (range, 0.99-1.07) was demonstrated.

###### 

Results of the doses (Gy) from the ABV calculation algorithm and measured doses from the TLD and MOSFET dosimeters at the various points in the in-house phantom

  Point   ABV    MOSFET~UNC~   TLD~COR~   MOSFET~UNC~/TLD~COR~   MOSFET~COR~/ABV   TLD~COR~/ABV
  ------- ------ ------------- ---------- ---------------------- ----------------- --------------
  1       6.30   6.46          6.51       0.99                   0.99              1.03
  2       6.15   6.52          6.42       1.02                   1.03              1.04
  3       1.73   1.82          1.77       1.03                   1.02              1.02
  4       8.35   9.19          8.84       1.04                   1.07              1.06
  5       8.01   8.55          8.38       1.02                   1.04              1.05
  6       1.72   1.81          1.79       1.01                   1.02              1.04
  7       9.95   10.58         10.02      1.06                   1.03              1.01
  8       8.69   9.11          8.70       1.05                   1.02              1.00
  Mean    6.36   6.75          6.55       1.03                   1.03              1.03
  SD      3.12   3.34          3.18       0.02                   0.02              0.02

UNC -- readings were uncorrected for beam quality differences, COR -- readings were corrected with the energy response factor for ^192^Ir

Determination of optimal technique {#sec3.2}
----------------------------------

[Figure 5](#f0005){ref-type="fig"} illustrate the isodose planning and dose-volume histogram for without and with 3 mm bolus technique. The mean doses for the skin volumes at depths of 1, 2, and 3 mm for the no-bolus plan were 125%, 120%, and 114%, respectively, compared with 110% (1 mm), 108% (2 mm), and 106% (3 mm) for the technique of adding bolus to the skin. The uncorrected MOSFET-measured doses in the finger phantom are shown in [Table 2](#t0002){ref-type="table"} as well as the doses at 5 locations between 2.27-2.59 Gy (126-144% of PD) for without bolus, and 2.09-2.26 Gy (116-125% of PD) for 3 mm bolus technique. Based on these findings, the adequate and optimal skin dose for the patient's lesion was seen from the no-added bolus technique. As to the accuracy of the ABV in surface dose predictions, the agreement between the planned doses and the MOSFETs was within ±3% for points at the flat surface for the no-bolus technique, while a difference of more than 10% was observed at the 2 measuring points located at the distal end of the finger (point numbers 1 and 5 in [Figure 2](#f0002){ref-type="fig"}). Turning to the added-bolus plan, all of the MOSFET-measured skin doses overestimated the calculated dose by about 6-7% for all points. The observed deviation was predicted to be from the displacement of the MOSFET detector in the high-dose gradient field of BT as well as from the energy dependence.

###### 

Dose readings from the ABV algorithm and MOSFET at 5 points of the finger phantom surface

                Location   Dose (Gy)            
  ------------- ---------- ----------- -------- -------
  No bolus      1          2.08        2.34     12.41
  2             2.62       2.66        1.43     
  3             2.49       2.44        --1.96   
  4             2.50       2.43        --2.77   
  5             2.41       2.67        10.69    
  Added bolus   1          2.19        2.33     6.29
  2             2.03       2.15        6.04     
  3             2.15       2.29        6.35     
  4             2.04       2.17        6.53     
  5             2.05       2.17        6.01     

\% dose difference = (measured dose -- calculated dose)/measured dose \* 100

![Generated isodose distribution and dose-volume histogram comparison of the doses and skin volumes at depths of 3 mm, 2 mm, and 1 mm for the no-bolus and with 3 mm bolus technique on the finger phantom](JCB-11-37337-g005){#f0005}

MOSFET real-time in vivo dose measurements {#sec3.3}
------------------------------------------

[Table 3](#t0003){ref-type="table"} presents MOSFET real-time *in vivo* skin dose verifications for the right (5 fingers) and left (4 fingers) hands for all 12 treatment fractions. All presented readings were corrected for their energy response with ^192^Ir, using the correction factor of 1.03 as previously mentioned. From the results, it can be observed that doses measured on the little finger of the right hand for the second and third fractions were higher than the expected doses. Therefore, the responsible oncologist decided to perform re-optimization of planning to obtain a more appropriate treatment dose for subsequent fractions. After the treatment course was completed, all measured doses were averaged, and excellent agreements (within 5%) were exhibited between the actual doses given and the expected doses.

###### 

The patient's actual skin doses received from 12 treatment fractions on both hands (9 fingers), compared with the TPS expected doses

  Location         TPS dose(Gy)   Measured dose (Gy)   Avg ±SD   \% diff                                                                               
  ---------------- -------------- -------------------- --------- --------- ------ ------ ------ ------ ------ ------ ------ ------ ------ ------------ ------
  Right hand                                                                                                                                           
   Thumb           2.99           3.18                 3.12      3.05      2.81   2.96   3.12   3.27   2.71   3.01   2.75   3.11   2.94   3.00 ±0.17   0.33
   Index finger    2.62           2.72                 2.83      2.94      2.64   2.64   2.50   2.52   2.54   2.46   2.60   2.51   2.49   2.62 ±0.15   0.15
   Middle finger   2.43           2.45                 2.54      2.62      2.53   2.55   2.60   2.58   2.44   2.56   2.47   2.60   2.52   2.53 ±0.06   3.95
   Ring finger     2.56           2.80                 2.74      2.67      2.53   2.48   2.96   2.70   2.78   2.62   2.64   2.62   2.66   2.67 ±0.13   4.26
   Little finger   2.94           3.06                 3.28      3.49      2.92   2.98   2.86   2.84   3.07   2.83   2.75   2.68   2.52   2.94 ±0.20   0.16
  Left hand                                                                                                                                            
   Thumb           2.54           2.84                 2.56      3.39      2.66   2.51   2.74   2.05   2.55   2.51   2.03   2.28   2.59   2.56 ±0.36   0.65
   Index finger    2.49           2.66                 2.61      2.84      2.48   2.57   2.62   2.71   2.67   2.54   2.69   2.48   2.49   2.61 ±0.11   4.66
   Ring finger     2.43           2.21                 2.36      2.32      2.48   2.08   2.47   2.34   2.27   2.38   2.44   2.53   2.46   2.33 ±0.14   4.25
   Little finger   2.33           2.57                 2.43      2.47      2.98   2.25   2.35   2.24   2.30   2.39   2.36   2.38   2.40   2.37 ±0.10   1.34

\% diff = % dose difference (measured dose -- TPS dose)/measured dose \* 100

Discussion {#sec4}
==========

Brachytherapy modalities for skin lesions are commonly used in daily clinical practice, with commercially designed applicators such as Leipzig, Valencia, and electronic BT \[[@cit0025]\]. However, there is limited availability of special equipment for skin BT for irregular surfaces, and treatment centers are required to fabricate their own customized surface mold applicators to reach the treatment objectives for specific sites. To ensure the accuracy, efficacy, and safety of these manually-made applicators, an authorization and quality assurance program is recommended to be conducted before their implementation in clinics. In our study, we used the end-to-end exercise on a finger phantom to check our technical feasibility. The learning experience from the whole process definitely helped us to manage this complex application in a convenient way, meeting the expected compliance.

Regarding the challenges in skin dosimetry, skin doses calculated with the treatment planning system for external beam radiotherapy may be within ±25% accuracy \[[@cit0026],[@cit0027],[@cit0028]\]. As to HDR-BT, the applicator thickness (the source to skin distance) and the accurate predicted skin dose are important variables. Granero *et al*. compared predicted surface doses for skin of AAPM TG-43 and ABV calculation algorithms, and investigated the influence of adding bolus material over custom-made mold \[[@cit0029]\]. They concluded that when using TG-43 dose calculation for the superficial mold or when the source is in contact with the skin surface, no added bolus is needed for either ^60^Co or ^192^Ir. Furthermore, Boman *et al*. showed the validity of ABV and TG-43 in HDR-BT superficial mold treatments \[[@cit0030]\]. They demonstrated the importance of model-based dose algorithms, as discussed in TG-186, for dose prediction accuracy. They also demonstrated that ABV algorithm showed large agreement with Monte Carlo calculation (within 2%) for the superficial mold treatment and agreed (within 1.5%) with the film measurements. In addition, their study found that there was no need for bolus material above the treatment catheters for ABV, while a strong impact of additional back scatter material applied above surface molds to the dose distributions was revealed for TG-43. In the present study, the ABV was the available algorithm; therefore, we did not apply any additional back scatter material on the hand mask. With regard to the applicator thickness, most skin BT practice activated dwell points at distances of 2-5 mm from the skin \[[@cit0007]\]. With our technique, since a 2.4 mm plastic mask is already applied to ensure hand fixation, the need for an additional bolus to increase the applicator thickness is questionable. From our investigation, the no-bolus plan offered both an adequate dose to the prescribed depth as well as an acceptable surface dose, and the mean skin dose at a depth of 1 mm (the dermal layer) presented 125%. This is within the tolerance level reported by the American Brachytherapy Society working group, which stated that in order to avoid undesirable results, the optimal skin dose received from the flaps should be limited to 125%, and to 140% for custom-made molds \[[@cit0007]\]. Moreover, the mean skin dose presenting as 120% at a depth of 2 mm is a valuable information for treatment planning in cases where treated region presents with bone beneath the skin. As to the dose difference between the without and with bolus plans, the electron dose contribution from the source, which can penetrate skin up to 2 mm distance was reported by Safigholi *et al*. \[[@cit0021]\]. Hence, the lower skin dose of about 10-15% from the 3 mm-added bolus plan used in this study should be due to the absorption of secondary electrons, resulting from placing a bolus of adequate thickness on the skin.

Turning to the accuracy of MOSFETs in HDR-BT, many studies characterized their accuracy with TLDs, films, and Monte Carlo calculations, and the results showed all detectors agreement within 3% \[[@cit0031]\]. In our comparison, the accuracy of MOSFET with TLDs also presented within ±3% (mean, 2.65%; SD, 2.05%). Compared to the TPS dose, overestimated responses of 1.6-7.1% from MOSFETs were found by our investigation, which are similar to the results of a study by Persson *et al*. \[[@cit0032]\]. Their study showed that the overestimations of MOSFET (uncorrected for energy response) to TPS dose values were 2-7% for the end-to-end measurements in HDR prostate and head and neck implantations. Inaccuracy of the MOSFET detectors (±4%) was reported, and the deviations between the planned and measured dose values were markedly influenced by the tube applicator geometry and the positioning of the patient during irradiation \[[@cit0033]\].

Difficulty in directly calibrating an HDR ^192^Ir source due to high-dose gradient field is usually exhibited; therefore, MOSFETs are commonly calibrated using ^60^Co or a megavoltage source because of their well-established dosimetry. Hence, our study was limited by the lack of published data on the energy response of MOSFET to ^192^Ir source. In our work, a mean correction factor for MOSFET was 1.03 (range, 0.99-1.06; 1 SD, 0.02), which was derived from the comparison with TLDs and it was applied to all MOSFETs regardless of their individual sensitivity; an uncertainty of about 2% (1 SD) could be expected. The additional inaccuracy was associated with using TLD for ^192^Ir energy, which was reported by Roue *et al*. \[[@cit0034]\]. They reported on a mailed TLD system, which was developed by the BRAPHYQS (the BRAchytherapy PHYsics Quality Assurance System) for a remote dosimetry audit for ^192^Ir HDR and PDR. The largest component of uncertainty, 2.56% (1SD), from an overall uncertainty of 6.54% (2 SD) was demonstrated from the energy correction factor from ^60^Co to ^192^Ir beam. The deviation of ≤ 5% between the TLD and the institute stated dose was suggested to be optimal, and a dose variation ≥ 5% but ≤ 7% was defined as the tolerance level. Nevertheless, with the corrected or uncorrected readings for MOSFET, satisfactory dosimetric outcomes with acceptable accuracy from HDR-BT were presented with our first psoriatic nail bed patient. The results of our *in vivo* dose verification were seen to deviate from the expected doses, with ≤ 5% (0.15-4.66%) with- and ≤ 7% (1.61-7.02%) without the beam energy correction for the MOSFET readings.

Our initial experience with the custom-made applicator employed in this investigation indicated that it can be utilized for patients with a high setup accuracy. Moreover, the simple molding process involves low labor costs, the applicator is easy to set up, and it provides good immobilization and reproducibility.

Conclusions {#sec5}
===========

An achievable HDR-BT application for our first case of psoriasis of the nail bed was demonstrated. The end-to-end exercise on a finger phantom definitely helped us to evaluate the technical feasibility of the whole process before its clinical implementation. Dose monitoring by the MOSFET system proved to be an effective and reliable tool to ensure treatment quality and patient safety.
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